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solution  for measuring  3D  complex micro‐geometries  as well  (i.e.  in  the  sub‐mm  dimensional 18 
range). However, there are different factors that may influence the CT process performance, being 19 
one of them the surface extraction technique used. In this paper two different extraction techniques 20 
are  applied  to  measure  a  complex  miniaturized  dental  file  by  CT  in  order  to  analyze  its 21 
contribution  to  the  final measurement uncertainty  in complex geometries at  the mm  to sub‐mm 22 
scales. The first method  is based on a similarity analysis:  the  threshold determination; while  the 23 
second  one  is  based  on  a  gradient  or  discontinuity  analysis:  the  3D  Canny  algorithm.  This 24 
algorithm has proven to provide accurate results in parts with simple geometries, but its suitability 25 
for 3D  complex geometries has not been proven  so  far. To verify  the measurement  results and 26 







The geometrical  complexity of  industrial  components with micro  three‐dimensional  features 34 
has been rapidly increasing in the last years. That implies a parallel effort from the metrology point 35 
of view in order to assure the correct dimensional measurement and tolerance verification of these 36 
parts  [1].  Tactile  and  optical  techniques  are  available  to  perform  length measurements  in  three 37 
dimensions with high  accuracy. However,  they  exhibit  limitations when measuring  3D  complex 38 
geometries, especially at sub‐mm scale [2–4]. Tactile techniques are limited in terms of accessibility 39 
and minimum measurable  feature  size due  to  the probe and  stylus dimensions, measuring point 40 
density and deformation of high aspect ratio structures under measurement and of soft substrate 41 
materials due to the probing force. Non‐contact techniques, such as interferometric microscopes [5] 42 
or  laser  line  scanning  [6] have  limitations both  in measuring vertical walls and high aspect  ratio 43 
structures, due to surface properties and accessing out‐of‐sight features. In recent years, 3D imaging 44 
by means of Computed Tomography (CT) has emerged as a new technology for industrial quality 45 




cloud  of  an  object,  allowing  the  measuring  of  free‐form  surfaces  [8],  non‐accessible  internal 48 




geometries,  i.e.  intrinsically  linear or approximated by  linear  forms  (lines, planes, circles, spheres, 53 
cylinders,  etc.)  [14–16]  and  the  study  and  optimization  of  this  technique  for  3D  complex 54 
micro‐geometry dimensional measurements has not been addressed so far. 55 
The main disadvantage of CT is the high number and the complexity of the factors related to 56 
hardware,  software,  environment,  workpiece  and  operator  that  may  influence  the  system 57 
performance [17–19].    Previous works [17–19] have already addressed the difficulty of identifying 58 
and quantifying all the uncertainty sources that should be considered for a measurement uncertainty 59 
evaluation. In addition, research has been carried out to demonstrate and evaluate the contribution 60 
of  specific  factors with  regards  to metrology  issues:  for  instance,  the work  presented  in  [20]  is 61 
focused  on  those  influencing  factors  that  can  be  controlled  by  the  machine  operator  (e.g. 62 
magnification of the workpiece, number of projections, position and orientation of the workpiece). 63 
Simulated  computed  tomography  data  is  used  in  [21]  to  investigate  the  effect  of  angular 64 
misalignments of a flat‐panel detector, and in [22] for studying the influence factors on image quality 65 
and scanning geometry by numerical generation modelling of X‐ray projections. A more extensive 66 
review  of  geometrical  influence  factors  is  outlined  by  Ferrucci  et  al.  in  [23] with  respect  to  the 67 
geometrical  offsets  and misalignments  of  the  cone‐beam CT  system. Hiller  et  al.  compared  the 68 
results when measuring a test object with two CT systems, two STL models provided by each of the 69 




and  surface determination, which  is  also  analyzed  in  [27,28]. As  some of  these works  show,  the 74 
surface  extraction  technique  used  is  one  of  the most  influent  factors  in  the  final measurement 75 
uncertainty. 76 
All these studies have been also carried out using parts with simplified geometrical shapes to be 77 
analyzed.  However,  when  the  influences  of  these  factors  are  to  be  studied  on  3D  free‐form 78 
geometries  or  complex  shapes,  and  particularly  when  they  belong  to  micro‐components,  their 79 
evaluation  becomes  more  complicated.  The  direct  comparison  between  calibrated  values  and 80 
measured  values  of  3D  complex  geometries  is more  challenging  than  for,  for  example,  spheres, 81 
cylinders,  etc.  The  goal  of  the  present work  is  to  study  the  influence  of  two  different  surface 82 
extraction  techniques  in  the  final systematic error and measurement uncertainty when applied  to 83 
measure a complex miniaturized component for medical applications (dental endodontic file) by CT. 84 
The  first  method  is  based  on  the  threshold  determination  strategy  [29,30],  widely  used  in 85 
commercial  CT  systems  and  based  on  the  similarity  principle.  The  second  one  is  based  on  a 86 
discontinuity analysis by applying  the 3D Canny adapted algorithm developed by  the authors  in 87 
[31].  Both  methods  have  been  previously  studied  by  the  authors  in  order  to,  firstly,  analyze 88 
advantages and drawbacks of using CT metrology in comparison with other measuring systems in 89 
micro‐molded parts with regular geometries [29] and, secondly, carry out a mutual comparison of 90 
both  surface  extraction  techniques  applied  to  parts  or  reference  standards  also  with  regular 91 
geometries [30‐32]. In all these previous works reference calibration objects with regular geometries 92 
were used. The same types of reference objects with regular geometries are found in the literature 93 
published  for  other  authors  [23‐27].  In  the  present work  the  authors  propose  a  real  object with 94 
complex  3D  geometry, which  is  an  innovation with  respect  to  the previous works  found  in  the 95 
literature. This presents some challenges, especially for the 3D Canny algorithm since, as described 96 
in [31] it uses an strategy that analyses the surface from the three main Cartesian directions in order 97 
to  extract  the  surface.  That was  proven  to  be  effective with  regular  surfaces  than  can  be  easily 98 
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defined  along  those  Cartesian  axes  [31].  However,  in  3D  complex  geometries,  which  are  not 99 
necessarily  aligned  with  those  Cartesian  axes,  the  effectiveness  of  these  algorithms  has  to  be 100 
analyzed, what becomes the main objective and novelty of the present work. 101 












A  complex  miniaturized  component  for  medical  applications,  a  dental  file  [33,34],  was 114 
considered for this study. The ProTaper F2 finishing file (produced by Dentsply Maillefer, York, PA, 115 





 Variable diameter along the file length (Dn, n=0,1,2,…,12).   121 
 Helix angle (Hn, n=1,…,9) or the angle formed between the helix and the file axial axis. 122 
 Helix  pitch  (Pn,  n=1,…,9)  or  the  distance  between  a  point  in  the  forward  edge  and  its 123 
corresponding point in the adjacent edge along the file longitudinal axis. 124 
The diameter Dr is used as a reference value for the surface extraction techniques since it can be 125 
easily  calibrated  by  tactile methods.  The  standard  [35]  specifies  nominal  values  for  the  cutting 126 
segment (La, 16 mm  length); tip diameter (D0, 0.25 mm); fixed conicity (8% between D0 and D3); 127 
variable conicity from D3 to D12 along its axis; and a maximal flute diameter (Dr, 1.20 mm). Other 128 
























in  Figure  3.  First,  the  2D X‐ray  scans provide  the projected  images  of  the measured workpiece. 151 
Secondly, the images are reconstructed into a 3D voxel model. Then, the segmentation phase allows 152 




by  the CT  scanner  and,  previously,  by  an  optical  coordinate measuring machine  (OCMM)  as  a 157 
reference in order to be able to carry out a result comparison with a calibrated measuring system. 158 
Recent  research demonstrates  that  the measurement uncertainty value  is mainly affected by 159 
both the post‐processing strategy and the user influence [36]. Thus, the post‐processing phase can be 160 
considered  one  of  the  key  phases  in  terms  of  uncertainty  evaluation.  Therefore,  two  surface 161 





















threshold)  used  to  distinguish  one  material  to  the  other.  Voxels  with  higher  gray  value  than 181 
threshold are considered belonging to the part, and voxels with lower value are considered as air. 182 










widely  used  in  multiple  applications  due  to  its  simplicity,  it  does  not  guarantee  an  accurate 191 
determination of  the surface  [22,28]. Therefore,  in  this work,  the  threshold value obtained by  the 192 
ISO50 method  has  been  corrected.  The  correction method  is  based  on  finding,  by  an  iterative 193 
process,  a  threshold  value  which  minimizes  the  deviation  between  the  reference  value  for  Dr 194 









A  Gaussian  filter  is  applied  along  each  of  the  three  Cartesian  directions,  using  a  1x10 204 
convolution mask oriented along the direction. After this phase, three different 3D images (X–Y, Y–205 
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being Xi, Yj and Zk the coordinates of the voxels  inside the window, with  i,  j and k  indicating the 216 
number of voxel,  i.e.  from 1  to 3  for  the optimal neighborhood size calculated  for  this work  (see 217 
Figure 5). GX,i, GY,j and GZ,k, with possible values  from 0  to 65,535  (i.e. 16 bits), are  the gray value 218 
transitions  obtained  in  the  preliminary  surface  detection  phase  for  the  X,  Y  and  Z  directions, 219 







Using  the  point  cloud  of  the  part  surface  obtained  from  the  previous  step,  coordinate 225 
measurements  of  the  required  dimensions  can  be  carried  out.  This  presents  some  challenges, 226 
especially for the 3D Canny algorithm since, as described above it uses an strategy that analyses the 227 
surface from the three main Cartesian directions in order to extract the point cloud. That was proven 228 





parameter of  the  inspected part by another measuring  technique  (e.g.  tactile or optical CMM). By 234 







Reference  measurements  of  the  endodontic  file  were  performed  on  an  optical  coordinate 242 
measuring  machine  (OCMM)  DeMeet  220  by  Schut  Geometrical  Metrology  (Groninge,  The 243 
Netherlands) using a diascopic illumination with a light ring, a magnification lens 2x, an objective 244 




a  glass‐chromium  mask  scale  with  an  expanded  calibration  uncertainty  of  ±0.5  μm  (k=2).  The 247 
OCMM uncertainty for length measurements in the 100‐1000 μm range was evaluated, resulting in 248 
the maximum permissible error MPEOCMM = 1.7 μm (i.e. suitable for the diameter measurements of 249 
the  endodontic  file).  For  the  measurements  of  the  endodontic  file  with  a  length  L>1  mm,  the 250 
maximum permissible error of the OCMM obtained is: MPEOCMM = 5 μm + (L/150) μm (L in mm). 251 
The 3D complex geometry of the dental file has been measured by the OCMM and the CT. Since 252 














The  dental  file was  scanned  using  a General  Electric  eXplore  Locus  SP  by GE Healthcare 263 
(Chicago, IL, USA) cone‐beam micro‐CT machine. The reconstruction process was performed using 264 
the software provided by the manufacturer. The selected parameters used for the CT measurements 265 
were  the  presented  in  Table  1.  During  the  scanning  of  the  workpiece  the  temperature  was 266 































was  achieved  by  placing  the  dental  file  in  those  four  different  orientations.  The  dental  file 287 
measurement  by  the CT  scanner was  reproduced  using  also  the  four  cube  faces  orientations  as 288 
reference planes. As a consequence, a direct comparison between the OCMM 2D measurements and 289 

















In  order  to  compare  the  two  surface  extraction methods  the  first  influence  analyzed  is  the 305 
systematic deviation of measurements by calculating the difference between the mean measurement 306 
performed using  the CT  scanner  and  the  reference value obtained by  the OCMM. To provide  a 307 
comprehensive  representation of all data  for  each  type of measurand  (diameters D0  to D12, helix 308 
pitches P1  to P9 and helix angles H1  to H9)  (see Figure 11)  the distribution of  the systematic error 309 
results  coming  from  the measurements  taken at  the  four different orientations  are used  (one  for 310 
every face of the base cube). Figure 11 illustrates the number of measured error results (frequency is 311 
indicated as bar heights, see Y axis) in each error interval considered (X axis). It can be observed that 312 
the  higher  peaks  (i.e.  the  higher  number  of measurement  errors)  tend  to  be  centered  in  error 313 





Figure 11. Deviations distribution of  (a) diameter,  (b) helix pitch and  (c) helix angle measurands, 317 
obtained by CT system from OCMM calibrated values and applying CT1 and CT2 surface extraction 318 
techniques. 319 
As  it  is  shown  in  Figure  11a,  Figure  11b  and  Figure  11c  for  diameter,  helix  pitch  and  helix  angle 320 
measurement  results,  respectively,  the  systematic  errors  are  substantially  influenced by  the  employed 321 
surface extraction technique. In particular, the application of the CT2 technique (i.e. based on 3D Canny) 322 









the  influence of  the  image quality,  i.e.  image noise. Results  from both methods are similar  in  the helix 330 
angle  case  (Figure  11c). This  is due  to  the  fitting  strategy  for  the determination of  the  tangent on  the 331 
cutting edge and software applied, which results more influent than the bias error. 332 
3.2. Uncertainty estimation for optical CMM measurements 333 




95, , ,OCMM c OCMM p OCMMU k u u    (2)
where  k  is  the  coverage  factor  (k=2  for  a  coverage  interval  of  95.45%),  uc,OCMM  is  the  standard 337 
uncertainty of  the OCMM based on  the MPE of  this measuring  system  (uc,OCMM=MPEOCMM/2) and 338 











in  the  GUM  [39].  The  maximum,  minimum  and mean  uncertainty  values  obtained  for  all  the 348 
parameters  studied  (Dn,  Pn  and  Hn)  are  shown  in  Figure  12a,  Figure  12b  and  Figure  12c, 349 
respectively. As it is illustrated, those values can be assumed as representative for each measurand 350 










procedures  and  standards,  numerous  efforts  have  been  focused  on  defining  a  fundamental 359 
document  for  specification  and  verification  of CT  systems  used  for  coordinate metrology. As  a 360 
result, several VDI/VDE guidelines are nowadays the main basis for the future development of ISO 361 
standards.  The main  tests  to  evaluate  length measurement  and  probing  errors  are  specified  in 362 
VDI/VDE 2630‐1.3 [40]; and influencing factors and a guide for the determination of uncertainty are 363 
described in VDI/VDE 2630‐2.1 [41], the most applied procedure and recent guideline of task‐specific 364 




2 2 2 2
95,CTi r p w bU k u u u u      (3)
The term k is the coverage factor (k=2) and the i‐index (i=1,2) refers to the two surface extraction 369 
methods: CT1  (local  threshold method) and CT2  (Canny algorithm)  in order  to obtain U95,CT1 and 370 





measurement  procedure  (repeatability),  uw  is  the  standard  uncertainty  from  the  material  and 376 
manufacturing variations of the measured process, including the variations in the CTEs (coefficient 377 
of  thermal  expansion)  of  the workpiece,  and  ub  is  the  standard  uncertainty  associated with  the 378 
residual systematic error of the measurement process, which is influenced by the surface extraction 379 
technique (mainly dependent on the measurement correction, so that the standard uncertainty of the 380 









The  comparison between  the expanded uncertainty U95,CT1, U95,CT2 and UMAX,OCMM  is  shown  in 388 
Figure  13a,  Figure  13b  and  Figure  13c  for  diameter,  helix  pitch  and  helix  angle  measurands, 389 
respectively. Considering the diameter, for smaller values of Dn the expanded uncertainty obtained 390 
by CT  is  closer  than  the  considered UMAX,OCMM.  Since  helix  pitch  and  helix  angle measurements 391 
strongly depend on  the  fitting procedure  from  the point cloud,  these measurands present higher 392 
differences with  respect  to  the  reference OCMM  value.  If  both  surface  extraction methods  are 393 
compared,  there are not clear differences between  them  in most of  the measurands. On  the other 394 
hand,  in  some  cases CT1  shows  lower uncertainties, while  the opposite happens  for  some other 395 
measurands.  In  addition,  for  a  further  analysis  of  these  results,  the  estimated  uncertainties  are 396 
eventually compared with the dental file’s calibration and tolerances. Hence, in next subsection the 397 
EN  value  is  calculated  for  all measurands  and  the  2U/T  ratio  is  also  estimated  to  compare  both 398 
extraction techniques when verifying 3D complex geometries in this micro manufactured part. 399 
3.4. EN value and tolerance verification capability 400 



















In general CT2 shows very similar or slightly better results, except  for  the measurand La or  total 409 
length  of  the  cutting  segment. Nevertheless,  the  represented  percentage  of  this  parameter  only 410 
considers that single parameter measured in the four orientations. For the rest of parameters more 411 














defined. As  it  is  shown,  the  100%  of OCMM measurements meet  the  requirement. Both  surface 424 
extraction methods CT1 and CT2 have also a high number of measurements that accomplish with 425 
the  tolerance  ratio  specification:  78.6%  and  85.7%,  respectively.  The  results  provided  for  both 426 
methods  are  similar. Nevertheless, CT2  or Canny  algorithm  offers  a  slightly  better performance 427 
according to the results shown  in Figure 15. As a conclusion of the whole uncertainty assessment 428 
study and despite higher uncertainties and challenges in performing CT scanning metrology, the use 429 






In  this  paper  a  comparative  analysis  of  two  surface  extraction  techniques  in  computed 436 
tomography has been presented  for  the  case  study of a micro‐component  (a dental  file) with 3D 437 
complex geometry. The contribution of the post‐processing phase in CT dimensional measurements 438 
is here evaluated by applying the threshold determination strategy (CT1) and the Canny algorithm 439 
(CT2).  Reference  measurements  were  performed  on  an  optical  coordinate  measuring  machine 440 
(OCMM). Considering systematic errors results, it was found that the edge detection technique CT2 441 
provides an edge definition with slightly lower systematic errors and, therefore, less dependent on 442 
the geometry of the measured part. Furthermore,  the 3D Canny adapted method  includes a direct 443 
correction  instead  of  the  iterative  correction method  of  the  local  threshold, which  simplifies  its 444 
application.  The  uncertainty  results  do  not  show  a  clear  difference  between  both  techniques, 445 
although  slightly  better  results  have  been  observed  for  CT2  than  for  CT1,  especially when  the 446 
tolerance  verification  has  been  analyzed.  Therefore,  from  this  study  both  the  threshold 447 




micro‐geometry dimensional measurements. This confirms  the results obtained  in  [31]  for regular 452 
and more simple geometries. 453 
Particularly,  since  the 3D Canny adapted method  includes a direct  correction  instead of  the 454 
iterative  correction method  of  the  local  threshold,  its  impact  lies  on  the  fact  that  once  the point 455 
cloud generated by the CT system is calibrated with relatively low uncertainty, all the points of the 456 
cloud will be constrained  in a position which  is also determined with a relatively  low systematic 457 





availability  of  a  calibrated  freeform  surface. On  this  regards,  challenges  are  still  present  in  the 463 





























geometrical  characteristics with  a  critical measurand  definition  such  as  the  length  of  the  active 465 
cutting  edge.  Further  research  work  will  be  focused  on  the  establishment  of  a  traceable  and 466 
reproducible procedure  for  the calibration of miniaturized high accuracy  freeform components  in 467 
order to obtain a three‐dimensional uncertainty assessment of CT measurements. 468 
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